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INTRODUCTION 



This thesis Is an endeavor to design and biAlld a mechani- 
cal towing balance that Is capable of measuring two forces 
simultaneously. The balance will be used In the Robinson 
Model Basin, located at Webb Institute. V/elghts and springs 
will be employed to measure the lift and drag forces pro- 
duced by towed hydrofoils or other models. 

If the design proves to be successful. It Is Intended 
to use the balance for towing small hydrofoils at low Rey- 
nolds numbers. As a result of these tests, a comparison will 
be made with current data obtained In larger model tanks and 
wind tunnels. 

Preliminary background reference reading concerning 
mechanical balances presently used In model basins and wind 
tunnels proved to be of little value to the author for his 
design. Most of the balances are of the strain gage, vari- 
able Inductance, or fixed platform type. The strain gage and 
variable Inductance type balances rely on remotely located 
electrical equipment for measuring forces and recording data. - 
Consequently, Instrumentation Is complicated and expensive. 
Interpretation of data Is time consuming, and maintenance re- 
quires specialized personnel. Fixed platform type balances 
used In wind tunnels are not suited for small basins. 

The low and high capacity spring-weight balances used 
In the Robinson Model Basin offered the best available Infor- 
mation In relation to design principle, construction and ar- 
rangement for this particular type of balance. During the 
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design and construction of the two force balance, frequent 
reference was made to these two balances. 
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Section 1: Preliminary Balance Desipji 

During the design study^ the following features were 
considered necessary in order to fulfill the requirements and 
functions of a two force balance. 

(a) Mutually Independent force measuring arrangement 
mounted on a common carriage. 

(b) Two independent weight pan arrangements. 

(c) Two independent spring arrangements. 

(d) Two Independent pointers and pointer indicators to 
meas\n*e spring deflection. 

(e) Two Independent arrangements for spring calibration. 

(f) Provision for maintaining the hydrofoil or other model 
in a fixed attitude at all times. 

(g) Two independent systems for counterbalance. 

(h) Two independent systems to limit balance arm travel. 

In addition, the following items were considered In or- 
der to Increase the versatility of the balance. 

(1) Means to adjust angle of attack. 

(j) Adjustable depth setting. 

As a result of the preliminary study during which several' 
possible designs were mentally manipulated, the best scheme 
appeared to be a combination of two parallelograms. One paral- 
lelogram is suspended from pin joints from a carriage mounting, 
and the second parallelogram is supported by similar joints 
from the first. 
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Section 2: Detailed Description of Design Development of 

Component Functions 

As mentioned previously# the basic design consists of 
two parallelograms. Refer to Figure 1,^ The vertical arms# 

A and B# are suspended from the fixed mounting which 1s attached 
to the towing carriage. The horizontal tee-arm# C# is supported 
by arms A and B, In turn# tee-arm C supports two horizontal 
arms# arm D at the upper extremity# loid arm E at the lower ex- 
tremity of the tee. Arm P connects the right fends of arms D 
and E. To complete the plctxire# attach a strut supporting a 
hydrofoil to arm P, 

A lift force transmitted from the hydrofoil to arm P will 
cause arras D and E to rotate about pivot points 5 and 6, Arms 
A and B# and tee-arm C# will not be affected by this lift force. 
Their original positions remain unchanged. 

On the other hand# when a drag force is transmitted to 
the balance# arms A and B will respond and rotate about pivot 
points 1 and 2, Tee-arm C and anas D and E will be displaced 
horizontally and vertically. However# arms D and E will not 
rotate about their pivots. 

Notice in both instances that the attitude of the hydro- 
foil does not change. 

During actxjial towing# both events will take place simul- 
taneously, Thus# the above arrangement satisfies design re- 
quirement (a) and (f) on page 5. 

In order to measure the force transmitted to arms A and 
B# a system consisting of pan weights and springs is utilized. 

If the pan weights do not balance the imposed force within the 
limits of balance travel# the spring is used to measure the 
<*>A11 figures are in the appendix, 
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difference. The spring is usually calibrated by adding known 
weights to the balance and noting the corresponding deflections 
on a pointer indicator. 

To incorporate this system in the balance for drag meas- 
urement, a horizontal arm had to be added to the arm A at 
point 1 (see Figure 2). This additional arm is necessary in 
order to keep the weight pan and spring in a vertical posi- 
tion. Prom the left side of the cross-arm, is suspended a 
weight pan. The lower end of the weight pan is connected to 
a guide arm which is pivoted on an extension from the fixed 
mounting. V71th this arrangement, the weight pan will always 
remain in a vertical attitude. 

A spring is added to the right side of the crossearm. 

The upper end of the spring is fixed to an extension of the 
mounting. 

In order to measure the amount of spring deflection, a 
pivoted pointer and pointer indicator is added. One end of 
the pointer is connected to the left side of the cross-arm 
by means of a bar link. A pointer can serve two purposes. 
First, it indicate* spring deflection and second, it can be 
designed to magnify the initial spring deflection. 

There are several items to be considered in pointer 
design (refer to Figure 3). 

(a) The distance (a) between the link connection and 
the pivot point of arm A should be as long as pos- 
sible. The longer the distance (a), the greater 
will be initial arc travel. 

(b) For arc travel magnification, the ratio of (c) to 
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(b) should be as large as practical. 

(c) The length of link (d) plus the length of pointer 
arm (b) determines the limit of travel of arm A* 

Referring to Figure 2 again, the pointer Is connected to 
the left side of the cross-arm by a link. T5ie pointer pivot 
and pointer indicator are located on an extension from the 
fixed mounting. 

A fixed pin is added to the extreme rl^t end of the cross 
arm for the purpose of adding weights when the spring Is cali- 
brated. 

Finally, initial counterbalance is achieved by Includ- 
ing an additional extension to arm A. This extra arm extends 
above the point 1, and has a sliding weight attached to It. 

Arm A supports most of the balance weight and whenever arm A 
is displaced from its initial vertical position, a moment 
will be acting on arm A to oppose this deflection. The counter 
balance will therefore tend to compensate for this moment. 

This completes the items required for the measurement, 
indication, and counterbalance of the horizontal or drag 
force section of the balance. 

As mentioned previously, tee-arm C supports arms D and 
E which are involved in the measurement of vertical or lift 
forces. 

A spring is attached to the left side of arm E (refer to 
Figure 4). The upper end of the spring is fastened to an ex- 
tension from tee-arm C. 

The pointer pivot is located on an extension from tee-arm 
C. The pointer indicator is secured to tee-arm C as shown in 
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Figure 4# The pointer Is linked to the left side of arm D* 

Arm P Is actually two separate arms which are connected 
to arms D and E by points 7 and 8# One arm contains a pan 
weight platform and the other contains a means for varying 
the angle of attack and also for mounting the strut and hy- 
drofoil# 

•nie angle setter consists of two parts# The lower part 
which is connected to point 8 has degree settings from O^to 
1 10? In addition, it has a slide on which the strut is 
mounted and by means of which the strut depth can be varied# 

The upper part is a clamp which is connected to point 7# The 
clamp has an index for setting the desired angle# However, 
the two parts are so designed that the distance between points 
7 and 8 remains the same for any angle setting# 

Counterbalancing is achieved by adding weights to the left 
side of arm E and by a sliding weight to the left side of arm D# 
Lift am travel is governed by upper and lower limit 
stops located on tee -arm C and acting on arm E# 

TSils concludes the balance design requirements as listed 
on page 3. 



I 



7 



Section 5 1 Balance Construction 



Prior to the construction of the balance# a permanent 
storage stand was made for the balance# The steuid was con- 
structed with several adjustable connections so that the track, 
on which the balance mounting slides# can be lined up in three 
mutually perpendicular planes. When the balance is ready for 
final alignment# bubble levels can be used to compare the 
balance alignment with the stand alignment. 

Prom the description of the balance# it would appear 
that all the arms are in a single plane. Actually# the arms 
A# B, D, E and tee-arm C are symmetrical pairs of arms ri- 
gidly Joined together to form a rectangular framework. As 
an aid to fabrication# one common length of each pair of arms 
was machined true in a horizontal milling machine. Machining 
a common length for each pair provided an accurate reference 
for dimensions and alignment. Also# a layout table could be 
used for setting up the arms and checking the arm framework 
for squareness. 

As a matter of interest# the milling machine and horizon- 
tal planer were \ised to machine many of the parts that req\ilred 
accurate dimensions or that were going to be used for dimen- 
sion reference. 

Diirlng the entire balance construction# an effort was 
made to measure the initial dimensions as accurately as pos- 
sible. Thus# initial alignment would be kept within close 
tolerances. In order to provide for slight adjustment during 
final alignment# many of the screw holes were drilled slightly 
over-sized. Shim material can also be used as an aid for 
alignment. 
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The author will not attempt to give all the steps in the 
construction of the balance. However, Figure 5 will outline 
the Important dimensions for pivot points, length of lever 
arms, and alignment. Details, such as bearings, bearing caps 
and other pertinent information are also Included in Figure 6. 
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Section 4: Calibration and Testing 

In addition to building the balance, the author Intended 
to calibrate the balance and run a few trial tests. After all 
the many hours spent in the machine shop constructing the bal- 
ance, the author would like to have the satisfaction of know- 
ing whether or not the balance will perform as intended. Un- 
fortunately, the formal thesis deadline is a few days ahead and 
the results of this phase of balance checkout cannot be in- 
cluded in this writing. However, with time and the academic 
schedule permitting, the author will try to complete calibration 
and conduct a trial test before the completion of this aca- 
demic term. If this phase is completed, a supplement will be 
included in this thesis. 

Itie author would like to outline a method for calibration. 

(1) Prior to calibration, the balance, including the strut 
and hydrofoil, should be statically balanced until the springs 
are slightly under tension. For the drag section, weights are 
clamped to the arm extending above point 1. For the lift 
section, weights can be added to the left side of arm E, and 
final adjustment can be made with the sliding weight on arm D. 
The lift balance should be counterbalanced first. 

(2) Calibrate the lift section spring by adding weights to 
the left side of arm D. Record the corresponding spring de- 
flections from readings on the pointer indicator. 

(3) Calibrate the drag section by adding weight to the right 
Bide of the cross-arm on arm A. Record the corresponding spring 
deflections from readings on the pointer indicator. 

(4) After the calibration curves are plotted, testing can be 
started. 
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The next step is to investigate the forces acting on the 
strut when towed alone. This is necessary in order to sepa- 
rate the forces when the strut and hydrofoil are towed together. 

The proposed towing procediire for strut calibration 
follows : 

(1) Calibrate the balance springs with strut attached. 

(2) Position the strut at the bottom of the slide. 

(3) Tow the strut. Vary angles of attack from -lOO to +10®. 

(4) Record pan weights and pointer indicator readings for 
each rim. 

(6) Reposition the strut slightly higher on the slide. Con- 
tinue the above procedure until the complete range of strut 
depths is covered. 

It should be noted that the wetted surface of the strut 
is always varying. For example, when traversing the range of 
angles of attack at a certain slide setting, the geometry of 
the mechanism will cause the strut depth and stirut angle to 
the water line to change. If the lift arms D emd E are dis- 
placed upwardly from the horizontal plane during towing, the 
wetted surface of the strut will be reduced still further. 

By knowing the geometry of the angle setter, the strut 
position on the slide, and the height of angle setter pivot 
point above the water line, the wetted surface of the strut 
can be determined for all slide settings and angles of attack. 

To determine the change in wetted surface when the strut 
is actually towed is another exercise in geometry. In this 
case, the dimensions of arms A, B, D, E, F, cross-arm C, and 
the geometry of the angle setter including the strut position 
on the slide must be tLsed. For this procedure, a combination 
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of vertical and horizontal displacements should be given the 
balance lift and drag sections. Corresponding pointer indi- 
cator readings should be taken for each displacement combina- 
tion, dhe wetted surface can then be determined for each dis- 
placement, This information can be used during actxial towing 
simply by noting the pointer indicator readings. 

Once the wetted surface of the strut is known for each 
position of towing, the resistance (or in this case, drag) 
coefficient can be determined by normal procedure. Plotting 
the drag coefficient against angle of attack should produce 
a smooth curve. If this is so, then the strut forces can 
be determined when the hydrofoil is attached and towed. If 
this is not so, further investigation will be necessary. 

Assuming that the forces acting on the sti^ut can be de- 
termined, the next step la to tow the strut and hydrofoil 
together. The proposed procedure follows: 

(1) Calibrate the balance springs with the strut and hydro- 
foil attached, 

(2) Tow the hydrofoil at various angles of attack. 

(3) Record pan weights and pointer indicator readings, 

(4) Deduct strut forces, 

(6) Compute the Cj) and Cj^ for the hydrofoil. 
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Section 5: Conclusions 



1. The best arrangement for measuring drag and lift 
forces simultaneously by means of a balance utilizing weights 
and springs is one parallelogram mounted within another as 
described in this thesis, 

2, It is felt that the balance design is fundamentally 
sound. However# proof of good performance will depend on the 
results of calibration and trial teats, 

5. For future projects of a similar nature# the author 
recommends that complete working models be developed in lieu of 
working drawings, Y/lth regard to this design# many of the 
measuring and indicating system components were not fully de- 

t 

veloped until all the arms were fabricated and in position. 

The author regrets having spent so much time trying to develop 
the complete design on the drawing board. Much of the design 
had to be revised or completely changed during actual construc- 
tion, 

4, Although the author hoped to learn something about 
machining and the technique involved in the construction of 
a precision Instrument# lack of experience proved to be detri- 
mental and at times utterly frustrating during the construc- 
tion phase. In the future# if any students contemplate doing 
a similar project# it is recommended that a team of at least 
two be mandatory. Included in the team sho^^ld be at least one 
student who considers himself a fair machinist. There are 
also many occasions when four hands are better than two. 
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Figure 1. Schematic of Balajice Framework, 
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Figure 2 . Drag Forge Measuring and Indicating Systems. 
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Arm travel limit 
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Figure 3. Pointer indicating system. 
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Figure 4. Lift Force Measuring and Indicating v'^ystems. 
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Main Bearings*-- Located at points 1, 4, 5, and 6. 

Made from i/8»’ stainless steel plate 
Brg. diameter 1/By, counter-sunk 
1'32”, 

Pin Joints Pin is 1/16^’ stainle.:s steel round 

stock. All other connections are pin 
joints. 



■' ~ Made from 1/8” aluminum. 

Main Journals - Made from l/p” stainless steel round 

bar. Journals are 1 diam. 

Bearing Ca;)s Made from 1” brass round bar. 

Screws S-56 br^-ss machine scre‘*'s 

4-36 ” 1’ 11 

10-32 ” ” « 

12-24 ” " 1* 



Tee-arm C 

tie rods — - Li rge hex. tie rod has 1 ^4”-20 

thread. Small rod has B— 32 thread. 




Drag Sect /on Dimensions 



Cro^^-Orm - 





Hain Bearing Detail5 i" - i 
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Figure 5. B. l^nce Dimensions. 



Page 2 . 






f 

! 



I 

( 

I 






V 

\ 

\ 




STRUT fTOIL ASSEnBLY 

^ "fo r' 

SPRING balance 

Scale Tz 17--^^ 

Drawirq by: L t D L. Soracco. USN. 
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